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the standard in safety Untlerwriters 
Laboratories 

Laboratory Report 

Client: Pall Life Sciences 

Attn: John Campbell 
600 South Wagner Road 
Ann Arbor, MI 48103 

Report: 268724 
Priority: Standard Written 

Status: Final 

PWS ID: Not Supplied 

Copies 
to: Laurel Beyer 

Sample Information I 
Client ID 11 Method 11 Collected 11 Collected 11 Received I 

~~ ->- 

OulfallO9-01-11 ..~ -- 
317.0 

Outfall 09-06-11 317.0 
Outfall 09-07-11 

~ ~ 

317.0 
Outfall09-11-1 I -. 

-= 
Outfall 09-12-11 I I  

OutfallO9-15-11 

Outfall 09-18-1 1 317.0 

Report Summary 
I 

Note: Sample containers were provided by the client. 

Detailed quantitative results are presented on the following pages. The results presented relate only to the samples provided for 
analysis. 

We appreciate the opportunity to provide you with this analysis. If you have any questions concerning this report, please do not 
hesitate to call Traci Chlebowski at (574) 233-4777. 

Note: This report may not be reproduced, except in full, without wrilfen approval from Undenvrifers Laboratories (UL) 

5 + 6 . Y d h & / r  c l o ~ i m  P/im@Et h n n ~ t h  10-1 -11 
Adhorized Sigriature Title' Date 

Client Name: Pall Life Sciences 
Report #: 268724 
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:lient Name: Pall Life Sciences 

;ampling Point: Outfall 09-01-11 

Report #: 268724 

PWS ID: Not Supplied 

;ampiing Point: Outfall 09-04-11 PWS ID: Not Supplied 

ampling Point: Outfall 09-05-1 1 PWS ID: Not Supplied 

ampling Point: Outfall 09-06-1 1 PWS ID: Not Supplied 

ampling Point: Outfail 09-07-1 1 PWS ID: Not Supplied 
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Client Name: Pall Life Sciences 

Sampling Point: Outfall 09-08-1 1 

Report #: 268724 

PWS ID: Not Supplied 

. . . . . . .  . , 
. . : . . .  . . Gonoral Cheinistry . .  . . . . 

I Analyte I( Analyte 11 Method [I Reg 11 MRL~I I  Result 11 Units I( Preparation (1 Analyzed 1 UL 1 
Date 

~ 

- 

Sampling Point: Outfall 09-1 1-1 1 PWS ID: Not Supplied 

Sampling Point: Outfall 09-12-1 1 PWS ID: Not Supplied 

Sampling Point: Outfall 09-13-1 1 PWS ID: Not Supplied 

Sampling Point: Outfall 09-14-1 1 PWS ID: Not Supplied 
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:lient Name. Pall Life Sciences 

,ampling Point: Outfall 09-15-1 1 

Repot? #: 268724 

PWS ID: Not Supplied 

:ampling Point: Outfall 09-18-1 1 PWS ID: Not Supplied 

UL has demonstrated it can achieve these report limits in reagent water, but can not document them in ail sample matrices. 

AL 1 
! .. . . . . . -_ ..I 

Page 4 of 5 



Client Name: Pall Life Sciences Report #: 268724 

Lab Definitions 

Continuing Calibration Check Standard (CCC) 1 Continuing Calibration Verification (CCV) 1 Initial Calibration 
Verification Standard (ICV) I Initial Performance Check (IPC) - is a standard containing one or more of the target 
analytes that is prepared from the same standards used to calibrate the instrument. This standard is used to verify 
the calibration curve at the beginning of each analytical sequence, and may also be analyzed throughout and at the 
end of the sequence. The concentration of continuing standards may be varied, when prescribed by the reference 
method, so that the range of the calibration curve is verified on a regular basis. 

Internal Standards (IS) - are pure compounds with properties similar to the analytes of interest, which are added to 
field samples or extracts, calibration standards, and quality control standards at a known concentration. They are 
used to measure the relative responses of the analytes of interest and surrogates in the sample, calibration standard 
or quality control standard. 

Laboratory Duplicate (LD) - is a field sample aliquot taken from the same sample container in the laboratory and 
analyzed separately using identical procedures. Analysis of laboratory duplicates provides a measure of the 
precision of the laboratory procedures. 

Laboratory Fortified Blank (LFB) I Laboratory Control Sarnple (LCS) - i s  an aliquot of reagent water to which 
known concentrations of the analytes of interest are added. The LFB is analyzed exactly the same as the field 
samples. LFBs are used to determine whether the method is in control. 

Laboratory Method Blank (LMB) I Laboratory Reagent Blank (LRB) - is a sample of reagent water included in the 
sample batch analyzed in the same way as the associated field samples. The LMB is used to determine if method 
analytes or other background contamination have been introduced during the preparation or analytical procedure. 
The LMB is analyzed exactly the same as the field samples. 

Laboratory Trip Blank (LTB) - is a sample of laboratory reagent water placed in a samplc container in the 
laboratory and treated as a field sample, including storage, presewation, and all analytical procedures. The LTB 
container follows the collection bottles to and froni the collection site, but the LTB is not opened at any time during 
the t r i ~ .  I.TH is not ox~osed lo site conditions or vumv'no and collcction caui~ment. The LTB is ~riniarilv a travel 
blank'used to verify that the samples were not contaminated during shipmeni. 

Matrix Spiko Duplicate Sample (MSD) I Laboratory Fortified Matrix Duplicate (LFD) - is  a sample aliquot taken 
froni tho same field samole source as the Matrix Svikc Samvlo to which known auantities of thc analvtes of intorest 
are added in the laboratory. The MSD is analyzed exactly the same as the field samples. Analysis oflhe MSD 
provides a measure of the precision of the laboratory procedures in a specific matrix. 

Matrix Swike Samwle IMS) 1 Laboratorv Fortified Matrix (LFMI - is a samvie aliauot taken from field sample . . .  
source to which known quantities of theknaiytes of interesiare added in the laboratory. The MS is anal~zeb exactly 
the same as the field samvles. The vurvose is to demonstrate recoverv of the analvtes from a samvte matrix to 
determine if the specific niatrix contiibites bias to the analytical results. 

Quality Control Standard (QCS) I Second Source ~ a i b r a t i o n  Verification (SSCV) - is a solution containing 
known concentrations of the analvtes of interest oreoared from a source different from the source of the calibration 
standards. The solution is obtained from a second manufacturer or tot if the lot can be demonstrated by the 
nlanufacturer as prepared indcpcndently from olher lots Thc QCS sampie is analyzed using tho same proceddr~s 
as field samples. The QCS is used as a check on the calibration standards used in the niclhod on a routine basis. 

Reporting Limit Check (RLC) I Initial Calibration Check Standard (ICCS) - is a procedural standard that is 
analyzed each day to evaluate instrument performance at or below the minimum reporting limit (MRL). 

Surrogate Standard (SS) I Surrogate Analyte (SUR) - is a pure compound with properties similar to the analytes of 
interest, which is highly unlikely to be found in any field sample, that is added to the field samples, calibration 
standards, blanks and quality control standards before sample preparation. The SS is used to evaluate the efficiency 
of the sample preparation process. 
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UL Drinking Plater Laboratory 
Extended Result Record Sheet 

~ u n  Numher: 160831 
PC File Name: 092111a 
Order Number: 213668 

Instrument: IC UP 
Analyst: J. T i m  
Receipt Batch: 268724 

Methadis): 317.0 
Submitted BY: J. T i m  
Today's Date: 09/30/2011 

Client: Pall Life Sciences I John Campbell Generated By: R. Polite 

Sample ID: 2519989 
Extracted: N/A 

Type: Laboratory Reagent Blank 
Analyzed: 09/21/2011 08:07 Dil Factor: 1.000 

CAS Number Parameter NRL mount Report Units 
....................................... ....................................................... -... 

15541-45-4 Bromate 1.0 0.0000 < 1.0 ug/L 

Sample ID: 2519990 
Extracted: N/A 

Type; Instrument Performance Check 
Analyzed: 09/21/2011 08:30 Dil Factor: 1.000 

CAS Number Parameter Target Amount % Rec Limits PIF 
.................................... ....................................................... 

15541-45-4 Bromate 1.0 1.2061 121 75-125 Pass 

Sample ID: 2519991 
Extracted: N/A 

m e :  Laboratory Fortified Blank 
Analyzed: 09/21/2011 08x53 Dil Factor: 1.000 

CAS Number Parameter Target mount % Rec Limits P/F 
........................................................................................... 
15541-45-4 Bromate 5.0 5.5542 111 85-115 Pass 

Sample ID: 2517734 
Extracted: N/A 

Type: Field Sample 
Analyzed: 09/21/2011 12~43 

Site: Outfall 09-01-11 
Dil Factor: 1.000 

CAS Number Parameter EIRL mount Report Units 
........................................... ....................................................... 

15541-45-4 Bromate 1.0 5.2149 5.2 ug/L 

Sample ID: 2517735 
Extracted: N/A 

Type: Field Sample 
Analyzed: 09/21/2011 13:06 

Site: Outfall 09-04-11 
Dil Factor: 1.000 

CAS Number Parameter MRL mount Report Units 
........................................... ....................................................... 

15541-45-4 Bromate 1.0 4.5548 4.6 ug/L 

Ssmple ID: 2517736 
Extracted: N/A 

Type: Field Sample 
Analyzed: 09/21/2011 13~29 

Site: Outfall 09-05-11 
Dil Factor: 1.000 

CAS Number Parameter NRL Amount Report Units 
....................................... ........................................................... 

15541-45-4 Bromate 1.0 5.4246 5.4 ug/L 

Sample ID: 2519994 
Extracted: N/A 

Type: Continuing Calibration Check 
Analyzed: 09/21/2011 14~59 Dil Factor: 1.000 

CRS Number Parameter Target mount % Rec Limits P/F 
........................................................................................... 
15541-45-4 Bromate 10.0 11.2176 112 85-115 Pass 

NOTE: The dilution factor is included 
in the percent recovery calculation. Version 2.7.0.0 



DL Drinking Water Laboratory 
Extended Result Record Sheet 

Run Number: 160880 
PC File Name: 092311A 
Order Number: 213668 

Instrument: IC DP 
Analyst: J. Tim 
Receipt Batch: 268724 

Eiethod(s): 317.0 
Submitted By: 17. T i m  
Today's Date: 09/30/2011 

Client: Pall Life Sciences / John Campbell Generated By: 8. Polite 

Sample ID: 2521009 
Extracted: N/A 

Type: Laboratory Reagent Blank 
Analyzed: 09/23/2011 14:03 Dil Factor: 1.000 

CAS Number Parameter MRL Amount Report Units 
........................................................... ....................................... 
15541-45-4 Bromate 1.0 0.0000 < 1.0 ug/L 

Sample ID: 2521010 
Extracted: N/A 

Type: Instrument Performance Check 
Af?alyzed: 09/23/2011 14x26 Dil Factor: 1.000 

CAS Number parameter Target Amount % Rec Limits PIF 
............................................................. .............................. 
15541-45-4 Bromate 1.0 0.9350 94 75-125 pass 

Sample ID: 2521011 
Extracted: N/A 

Type: Laboratory Fortified Blank 
Analyzed: 09/23/2011 14249 Dil Factor: 1.000 

CAS  umber parameter Target Amount % Rec Limits P/F 
............................................................. .............................. 
15541-45-4 Bramate 5.0, 4.9628 99 85-115 pass 

Sample ID: 2521012 
Extracted: N/A 

Type: Quality Control Sample 
Analyzed: 09/23/2011 15:iz Dil Factor: 1.000 

CAS Number Parameter Target Amount % Rec Limits P/F 
............................................................. .............................. 
15541-45-4 Bromte 5.0 4.7719 95 85.115 Pass 

Sample ID: 2517737 
Extracted: N/A 

Type: Field Sample 
Analyzed: 09/23/2011 16:44 

Site: Outfall 09-06-11 
Dil Factor: 1.000 

CAS Number Parameter MRL Amount Report Units 
........................................................... ...................................... 
15541-45-4 Bromate 1.0 4.8956 4.9 ug/L 

Sample ID: 2519995 
Extracted: N/A 

Type: Matrix Spike of 2517737 
Analyzed: 09/23/2011 17:07 

Site, Outfall 09-06-11 
Dil Factor: 1.000 

CAS Number Parameter Target Amount Parent Amt %Rec Limits P/F, 
....................................................... ...... ...................................... 
15541-45-4 Bromate 5.0 9.2692 4.8956 87 75-125 Pass 

Sample ID: 2517738 
Extracted: NIA 

Type: Field Sample 
Analyzed: 09/23/2011 17~30 

CAS Number Parameter MRL 
....................................................... .... 
15541-45-4 Bromate 1.0 

Sample ID: 2517739 
Extracted: N/A 

Type: Field Sample 
Analyzed: 09/23/2011 17:53 

CAS Number Parameter EmL 
........................................................... 
15541-45-4 Bromate 1.0 

Sample ID: 2517740 
Extracted: N/A 

Type: Field Sample 
Analyzed: 09/23/2011 18:16 

CAS Number Parameter MRL 
....................................................... ..-. 
15541-45-4 Bromate 1.0 

sits: Outfall 09-07-11 
Dil Factor: 1.000 

Amount Report Units 
....................................... 

5.0832 5.1 ug/L 

Site: Outfall 09-08-11 
Dil Factor: 1.000 

mount Report Units 
....................................... 

4.6427 4.6 ug/L 

Site: Outfall 09-11-11 
Dil Factor: 1.000 

Amount Report Units 
....................................... 

4.8605 4.9 ug/L 

NOTE: The dilution factor is included 
in the percent recovery calculation. Page 1 of 2 Version 2.7.0.0 I 



UL Drinking Water Laboratory 
Extended Result Record Sheet 

Run Number: 160880 
PC File Neme: 092311A 
Order Number: 213668 

Instrument: IC DP 
Analyst: J. Tinm 
Receipt Batch: 268724 

Method(s): 317.0 
Submitted By: J. T i m  
Today's Date: 09/30/2011 

Client: Pall Life Sciences I John Campbell Generated By: R. Polite 

Sample ID: 2517741 
Extracted: NIA 

CAS Number Parameter 
.................... 
15541-45-4 Bramate 

Sample ID: 2517742 
Extracted: NIA 

Type: Field Sample 
Analyzed: 09/23/2011 18239 

Site: Outfall 09-12-11 
Dil Factor: 1.000 

MRL mount Report units 
........................................... 
1.0 4.8131 4.8 uglL 

Type: Field Sample 
Analyzed: 09/23/2011 19:02 

Site: Outfall 09-13-11 
Dil Factor: 1.000 

CAS Number Parameter MRL mount Report Units 
.............................................................................................. 
15541-45-4 Bromate 1.0 4.7776 4.8 ugIL 

Sample ID: 2517743 
Extracted: N/A 

Type: Field Sample 
Analyzed: 09/23/2011 19:25 

Site: Outfall 09-14-11 
Dil Factor: 1.000 

CAS Number Parameter >lRL Amount Report Units 
....................................................... ........................................... 
15541-45-4 Bromate 1.0 5.0422 5.0 ug/L 

Sample ID: 2517744 
Extracted: N/A 

Type: Field Sample 
analyzed: 09/23/2011 19x48 

Site: DutEall 09-15-11 
Dil Factor: 1.000 

CAS Number Parameter m L  Amount Report Units 
........................................ ....................................................... 

15541-45-4 Bromte 1.0 5.3072 5.3 ug/L 

Sample ID: 2517745 
Extracted: NIA 

Type: Field Sample 
Analyzed: 09/23/2011 20211 

CAS Number Parameter 
........................................ 
15541-45-4 Bromatk 

Sample ID: 2521013 
Extracted: N/A 

CAS Number Parameter 
............................. 
15541-45-4 Bromate 

NOTE: The dilution factor is included 
in the percent recovery calculation. 

Site: Outfall 09-18-11 
Dil Factor: 1.000 

MRL Amount Report Units 
....................................... ..... ---- 

1.0 5.0684 5.1 ug/L 

Type: Continuing Calibration Check 
Analyzed: 09/23/2011 20234 Oil Factor: 1.000 

Target Amount % Rec Limits P/F 
.................................... ............... 
10.0 9.6307 96 85-115 pass 

Page 2 of 2 version 2.7.0.6 



Environmental Laboratory Services Corporation 600 South Wagner Rd. Ann Arbor. MI 48103-9019 
Phone: (734)-913-6531 * Fax: (734)-913-6103 

Chain of Custody Record. 1 o f 3  

USCM E,8,3e+e~S 
B \ d a  +=4 

b o r  state m-3 z,p% 0 \O 3 
Fax -913- b\03 

8vs  .?c+rrs @-?a\\ ,corn 

i Requested Turnaround: Standard * 4 business days * 3 business days 

4 8  hours * 24 hours * ASAP 1 Same day 

Project Name 1 Number: i 

Sample Identification or  Location 
(This will appear o n  t h e  final report) 

n 
N Temperature on r e c e i p t r o c  

PINK Copy - Sampler WHITE copy and YELLOW copy - Forward to laboratory with samples. 



Environmental Laboratory Services Chain of Custody Record 

Phone: (734)-913-6531 ' Fax: (734)-913-6103 
page o f 3  

/ 
Within hoiding times Y N Containers are intact Y N Labels and COC agree Y N Correct volume and container Y N Ice remaining Temperature on receipt 

w 

PINK Copy - Sampler WHITE copy and YELLOW copy - Forward to laboratory with samples. 
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This report contains / pages. 
(including the cover page) 

If you have any questions concerning this report, please do not hesitate to call us at 
(800) 332-4345 or (574) 233-4777. 

This report may not be reproduced, excepf in full, wifhouf wriffen approval from 
Underwriters Laboratories Inc. (UL). 
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@ the standard in safety Underwriters 
Laboratories 

Laboratory Report 

Client: Pall Life Sciences 

Attn: John Campbell 
600 South Wagner Road 
Ann Arbor, MI 48103 

Report: 268725 
Priority: Standard Written 

Status: Final 

PWS ID: Not Supplied 

Copies 
to: Laurel Beyer 

HCIHR 9-08-1 1 

HCIHR 9-09-1 1 

HCIHR 9-16-11 

HCIHR 9-19-1 1 

, . - -  -i.;-.-.i-. .:>; ..v.;s*: =r=x ~; ." ..lr...; - ;.~ . . ._; .~ . .<> ,-,. ; ..,..,..:< 2 :., ~ ,~: :,<:..;;<:;:.:..~~,-"- ><..,,.. "~.  *..,& *>.?:: ,,;.. ,;::>... ,...-. : <... . . ~~ .,.......... _ _\ , . .... ~. .,. 
;;. . , ;.:; ;; c~,:.::;~,:.+p' - ..:: ...,...;.. : .  ,:p- " "' -,-- ; ~ ,...... :.,. ,.,<.$-..z ~.:.: ,:>. ~~.::%.v~ ;*.: ,!:L:7s ..~..:;..<:.s,..::>-s+ r,;s;s 

~ . .  .. ,. ....,;,,. .," ..:::=: >~: z : ~ . ~ ~ ~ : . . ~ .  . ; ; ; ; ; :~ ;d~ : ; ;~~+~ . ;~ :~~ss~~ef i~~ ;~~~~~~a ,~ ,~~z : : j : $~ ;~~~ , :~~~;~ : ;~  ~~~~~~~~::~~~;~:~;;~:z~;:g:,~;~~~~~-:~~:~~~::..%~~~~~~:..:i~~s~~~~~ ,.,:.~.,veAs ..:&?.~, ....:~a~...~s.D..~~ 

Note: Sample containers were provided by the client. 
-- -- 

Detailed quantitative results are presented on the following pages. The results presented relate only to the samples provided for 
analysis. 

We appreciate the opportunity to provide you with this analysis. If you have any questions concerning this report, please do not 
hesitate to call Traci Chlebowski at (574) 233-4777. 

Note: This report may not be reproduced, except in full, without written approval from Undenvriters Laboratories (UL). 

~,~-'%hhdf~ a - 5 h / l ~ ~  P~-MLTL ' h ? & n ~ ? h  
Adthorized Sknature d Title 

Client Name: Pall Life Sciences 
Report #: 268725 

Paae 1 of 5 

/& - i  -/) 
Date 

- 
. . 

. . 
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I IOS. I1 'ISIIGCI, ! :n~ , l l l f l~~~S,  I ~ l 4 ~ ~ 1 /  210'2USA 
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:lient Name: Pall Life Sciences 

;ampling Point: HCIHR 9-2-11 

Report #: 268725 

PWS ID: Not Supplied 

ampling Point: HClHR 9-6-1 1 PWS ID: Not Supplied 

ampling Point: HClHR 9-7-11 PWS ID: Not Supplied 

ampling Point: HClHR 9-08-1 1 PWS ID: Not Supplied 

ampling Point: HClHR 9-09-1 1 PWS ID: Not Supplied 
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Client Name: Pall Life Sciences Report #: 268725 

Sampling Point: HCIHR 9-12-1 1 PWS ID: Not Supplied 

, ~ ~ ~ ~ ~ ~ ~ ~ ~ " ~ ~ ~ ~ ~ ~ ~ ~ ~ ~ ~ ~ ~ ~ ~ ~ ~ ~ ~ ~ ~ ~ ~ ~ ~ ~ . ~ ~ ~ ~ : ~ ~ ~ ~ - ~ ~ ~ ~ ~ ' ~ - ~ ' ~ ~ . - ' ' - ' ~ - .  a -:. is- - -.i*;*.F* -:.;;:::2 , -  ;::: i;*;;::.;~<;~~~~~;~;g~~~;7~f:s#:~-=.,.- - > .  - .  
- -  -- -.-.. '+~&~s-@-&~: 
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ID # 

Sampling Point: HCIHR 9-13-11 PWS ID: Not Supplied 

Sampling Point: HClHR 9-14-1 1 PWS ID: Not Supplied 

Sampling Point: HClHR 9-15-1 1 PWS ID: Not Supplied 

Sampling Point: HClHR 9-16-1 1 PWS ID: Not Supplied 



:lient Name: Pall Life Sciences Report #: 268725 

;ampling Point: HClHR 9-19-1 1 PWS ID: Not Supplied 
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Analyte Analyte Method Reg MRLt Result Units Preparation Analyzed UL 

ID # Lilnlt Date Date ID # 
~ ~p-~ -- ..- 

UL has demonstrated it can achieve these report limits in reagent water, but can not document them in all sample matrices. 

Page 4 of 5 



Client Name: Pall Life Sciences Repo& #: 268725 

Lab Definitions 

Continuing Calibration Check Standard (CCC) I Continuing Calibration Verification (CCV) I lnitiai Calibration 
Verification Standard (ICV) I initial Performance Check IIPC) - is a standard containing one or more of the target 
analytes that is prepared from the same standards used to calibrate the instrument. This Htandard is used to verify 
the calibration curve at the beoinnino of each analvtical seouence. and mav also be analvzed throuohout and at the 
end of the sequence. The cokentra?ion of continGng standards may be varied, when prescribed bythe reference 
method, so that the range of the calibration cutve is verified on a regular basis. 

Internal Standards (IS) - are pure compounds with properlies similar to the analytes of interest, which are added to 
field samples or extracts, calibration standards, and quality control standards at a known concentration. They are 
used to measure the relative responses of the analytes of interest and surrogates in the sample, calibration standard 
or quality controi standard. 

Laboratory Duplicate (LD) - is a field sample aliquot taken from the same sample container in the laboratory and 
analyzed separately using identical procedures. Analysis of laboratory duplicates provides a measure of the 
precision of the laboratory procedures. 

Laboratory Fortified Blank (LFB) I Laboratory Control Sample (LCS) - is an aliquot of reagent water to which 
known conccntra~ions of tlie analytes of interosi arc added. ~ l i c  LFB is bnalyzed exactly the same as the field 
samples. LFBs are used to determino whether the metiiod is ill control. 

Laboratory Method Biank (LMB) I Laboratory Reagent Blank (LRB) - is a sample of reagent water included in the 
sample baich analyzed in the same way as th&assoiated field samplcs. The LMB is used Lo determine i f  method 
analvies or other background contamination have been introduced during tho oreparalion or analvtical ~ ~ 0 ~ ~ d i l r e .  - . .  
~ h e i ~ B  is analyzed &xactly the same as the field samples. 

Laboratory Trip Biank (LTB) - IS a sample of laboratory reagent water placed in a saniple containor in the 
laboratow and treated as a field saniple, includlna storaoe, vreservallon, and all analvt~cal ~rocedures Tho LTB 
containe~foliows the collection bo~tles to and l rok tho collection site, but tlie LTB is not opened at any time during 
tho tr:~. I.TB is not ~ X D O S ~ ~  to site conditions or nunioina and collection eouioment. The LTB is Drimariiv a travel . . -  
biank'used to verify tliat the samples were not contaminated during shipme2. 

Matrix Spikc Dupiicatc Sample (MSD) I Laboratory Fortified Matrix Duplicate (LFD) - is a sample aliquot taken 
from tho same field sample source as the Matrix SDiko Samnle to which known ouantities of the analvles of interest 
are added in the laboratory. The MSD is analyzed exactly the same as the field samples. Analysis ofihe MSD 
provjdes a measure of the precision of the laboratory procedures in a specific matrix. 

Matrix Spike Sample IMS) I Laboratow Fortified Matrix ILFM) - is a sample aliauot taken from field samnle . . .  
source to which known quantities of thegnalytes of interesfare added in the laboratory. The MS is analy.& exactly 
the same as the field samoles. The ouroose is to demonstrate recoverv of the analvtes from a sam~le matrix to 
determine if the specific matrix cont;ibutes bias to the analytical result; 

Quality Control Standard (QCS) I Second Source Calibration Verification (SSCV) - is a solution containing 
known concentrations of the analvtes of interest DreDared from a source different from the source of the calibration 
standards. The solution is obtaingd from a secon'd ianufacturer or lot if the lot can be demonstrated by the 
manufacturer as prepared independently from olhor lots. The QCS sample is analyzed usi~ig the same procedures 
as lield samples The QCS is used as a check on the calibration standards used In tho niothod on a routine basis. 

Reporting Limit Check (RLC) I Initial Calibration Check Standard (ICCS) - is  a procedural standard that is 
analyzed each day to evaluate instrument performance at or below the minimum reporting limit (MRL). 

Surrogate Standard (SS) I Surrogate Anaiyte (SUR) - is a pure compound with properties similar to the analytes of 
interest, which is highly unlikely to be found in any field sample, that is added to the field samples, calibration 
standards, blanks and quality controi standards before sample preparation. The SS is used to evaluate the efficiency 
of the sample preparation process. 



UL Drinking water Laboratory 
Extended Result Record Sheet 

Run Number: 160831 
PC File Name: 092111a 
Order Number: 213668 

Client: Pa11 Life Sciences / John Campbell 

Instrument: IC DP 
Analyst: J .  Tim 
Receipt Batch: 268725 

Sample ID: 2519989 
Extracted: N/A 

CAS Number Parameter 
...................... 
15541-45-4 Bromate 

Sample ID: 2519990 
Extracted: N/A 

CAS Number Parameter 
........................ 
15541-45-4 Bromate 

Sample ID: 2519991 
Extracted: N/A 

Type: Laboratory Reagent Blank 
Analyzed: 09/21/2011 08:07 

Type: Instrument Performance Check 
Analyzed: 09/21/2011 08:30 

Method(s1: 317.0 
Submitted By: J. T i m  
Today's Date: 09/30/2011 

Generated By: R. Polite 

Dil Factor: 1.000 

h u n t  Report Units 
................................... 

0.0000 c 1.0 UglL 

Dil Factor: 1.000 

Target amount % Rec Limits P/F 
.................................... 

1.0 1.2061 121 75-125 Pass 

m e :  Laboratory Fortified Blank 
Analyzed: 09/21/2011 08353 Dil Factor: 1.000 

CAS Number Parameter Target m u n t  % ~ e c  Limits P/F 
........................................................................................... 
15541-45-4 Bromate 5.0 5.5542 111 85-115 Pass 

Sample ID: 2519994 
Extracted; N/A 

Type: Continuing Calibration Check 
Analyzed: 09/21/2011 14:59 Dil Factor: 1.000 

CAS Number Parameter Target mount % Rec Limits P/F 
........................................................................................... 
15541-45-4 Eromate 10.0 11.2176 112 85-115 pass 

Sample ID: 2517781 
Extracted: N/A 

Type: Field Sample 
Analyzed: 09/21/2011 i9:34 

Site: HCIHR 9-2-11 
Dil Factor: 1.000 

CAS Number Parameter MRL Amount ~eport Units 
.................................................................................................. 
15541-45-4 Bromate 1.0 0.0000 < 1.0 U ~ / L  

Sample ID: 2519997 
Extracted: N/A 

Type: Continuing Calibration Check 
Analyzed: 09/21/2011 19:57 Dil Factor: 1.000 

CAS Number Parameter Target Amount % ~ e c  Limits P/F 
........................................................................................... 
15541-45-4 Bromate 15.0 17.4496 116 85-115, Fail 

NOTE: Tho dilution factor is included 
in the percent recovery calculation. Version 2.7.0.0 



UL Drinking Water Laboratory 
Extended Result Record Sheet 

Run Number: 160832 
PC File Name: 092111B 
Order Number: 213668 

Client: Pall Life Sciences 

Sample ID: 2520008 
Extracted: N/A 

CAS Number Parameter 
.................... 
15541-45-4 Bromate 

Sample ID: 2520009 
Extracted: N/A 

Instrument: IC DP 
Analyst: 3. T i m  
Receipt Batch: 268725 

Methodls): 317.0 
Submitted By: 3. T i m  
Today's Date: 09/30/2011 

/ John Campbell Generated By: R. Polite 

Type: Laboratory Reagent Blank 
Analyzed: 09/21/2011 20120 Dil Factor: 1.000 

NRL Amount Report Units 
.--.-........... .......-................-..-.--........ 

1.0 0.0000 < 1 .o ug/L 

Type: Instrument Performance Check 
Analyzed: 09/21/2011 20:43 Dil Factor: 1.000 

CAS Number Parameter Target mount % Rec ~irnits P/F 
....................................................... .................................... 
15541-45-4 Bromate 1.0 1.2386 124 75-125 Pass 

Sample ID: 2520010 
Extracted: N/A 

Type: Laboratory Fortified Blank 
Analyzed: 09/21/2011 21:06 Dil Factor: 1.000 

CAS Number Parameter Target Amount % Rec Limits P/F 
....................................................... ...... .............................. 
15541-45-4 Bromte 5.0 5.4839 110 85-115 Pass 

Sample ID: 2517782 
Extracted: N/A 

Type: Field Sample 
Analyzed: 09/21/2011 21:29 

Site: HC/HR 9-6-11 
Dil Factor: 1.000 

CAS Number Parameter MRL mount Report Units 
.......................................... ....................................................... 

15541-45-4 Bromate 1.0 0.0000 < 1.0 ug/L 

Sample ID: 2520011 
Extracted: N/A 

Type: Matrix Spike of 2517782 
Analyzed: 09/21/2011 21x52 

Site: HClHR 3-6-11 
Dil Factor: 1.000 

CAS Number Parameter Target mount Parent Amt %Rec Limits P/F 
............................................ ....................................................... 

15541-45-4 Bromate 5.0 4.8219 < NRL 96 75-125 Pass 

Sample ID: 2520012 
Extracted: NIA 

Type: Matrix Spike Duplicate of 2517782 Site: HC/HR 9-6-11 
Analyzed: 09/21/2011 22:15 Dil Factor; 1.000 

CAS ~linber Parameter Target Amount Parent m t  BRec Limits P/F 
............................................ ....................................................... 

15541-45-4 Bromate 5.0 5.0510 c MRL 101 75-125 Pass 

sample ID: 2517183 
Extracted: N/A 

Type: Field Sample 
Analyzed: 09/21/2011 22:38 

Site: HC/HR 9-7-11 
Dil Factor: 1.000 

c ~ s  Number Parameter MRL Amount Report Units 
.... ..................................... ....................................................... 

15541-45-4 Bromate 1.0 0.4532 c 1.0 uglL 

Sample ID: 2517784 
Extracted: N/A 

Type: Field Sample 
Analyzed: 09/21/2011 23:01 

CAS Number Parameter NRL 
....................................................... .... 
15541-45-4 Bromate 1.0 

Sample ID: 2517785 
Extracted: N/A 

Type: Field Sample 
Analyzed: 09/21/2011 23224 

CAS Number Parameter ImL, 
....................................................... .--. 
15541-45-4 Eromate 1.0 

NDTE: The dilution factor is included 
in the percent recovery calculation. Page 1 of 2 

Site: BC/HR 9-08-11 
Dil Factor: 1.000 

h u n t  Report Units 
....................................... 

0.4069 < 1.0 ug/L 

Site: HC/HR 9-09-11 
Dil Factor: 1.000 

h u n t  Report Units 
....................................... 

0.4074 c 1.0 ug/L 

Version 2.7.0.0 



UL Drinking Water Laboratory 
Extended Result Record Sheet 

Run Number: 160832 
PC File Name: 092111B 
Order Number: 213668 

Instrument: IC UP 
Analyst: J. T i m  
Receipt Batch: 268725 

Methodls): 317.0 
Submitted By: J. Tim 
Today's Date: 09/30/2011 

Client: Pall Life Sciences / John Campbell Generated By: R. Polite 

Sample ID: 2517786 
Extracted: NIA 

Type: Field Sample 
Analyzed: 09/21/2011 23:47 

Site: HC/HR 9-12-11 
Dil Factor: 1.000 

CAS Number Parameter MRL h u n t  Report Units 
........................................... ....................................................... 

15541-45-4 Bromate 1.0 0.6668 < 1.0 ug/L 

Sample ID: 2517787 
Extracted: N/A 

Type: Field Sample 
Analyzed: 09/22/2011 00:lO 

Site: HC/HR 9-13-11 
nil Factor: 1.000 

CAS Number Parameter NRL mount Report Units 
....................................... ........................................................... 

15541-45-4 Eromte 1.0 0.9075 < 1.0 "SlL 

Sample ID: 2517788 
Extracted: N/A 

Type: Field Sample 
Analyzed: 09/22/2011 00~33 

Site: HC/HR 9-14-11 
Dil Factor: 1.000 

CAS Number Parameter NRL mount Report Units 
................................ ........................................................... 

15541-45-4 Bromate 1.0 0.7573 c 1.0 uglL 

Sample ID: 2517789 
Extracted: N/A 

Type: Field Sample 
Analyzed: 09/22/2011 00:56 

Site: XC/HR 9-15-11 
Dil Factor: 1.000 

CAS Number Parameter MRL mount Report Units 
........................................... ....................................................... 

15541-45-4 Bromte 1.0 0.6752 c 1.0 ug/L 

Sample ID: 2517790 
Extracted: N/A 

Type: Field Sample 
Analyzed: 09/22/2011 01:19 

Site: HC/HR 9-16-11 
nil Factor: 1.000 

CAS Number Parameter MRL Amount Report Units 
....................................... ....................................................... --.. 

15541-45-4 Bromate 1.0 0.7006 c 1.0 ug/L 

Sample ID: 2517791 
Extracted: N/A 

Type: Field Sample 
Analyzed: 09/22/2011 01:42 

Site: HCIHR 9-19-11 
Dil Factor: 1.000 

CAS Number Parameter MRL mount Report units 
....................................... ........................................................... 

15541-45-4 Bromte 1.0 0.8036 c 1.0 ug/L 

Sample ID: 2520013 
Extracted: N/A 

Type: Continuing Calibration Check 
Analyzed: 09/22/2011 06~25 Dil Factor: 1.000 

CAS Number Parameter Target mount % Rec Limits P/F 
.................................... ....................................................... 

15541-45-4 Bromate 10.0 11.2881 113 85-115 Pass 

NOTE: The dilution factor is included 
in the percent recovery calculation. Page 2 of 2 Version 2.7.0.0 



Environmental  Laboratory Serv ices @ Corporation 600 South Wagner R d  Ann Arbor MI 48103-9019 

Chain of Custody Record 5 
Phone: (734)813-6531 * Fax: (734)-913-6103 

72- ~ a g e L o f 3  

PINK Copy - Sampler WHlTE copy and YELLOW copy - Forward to laboratory with samples. 

.4 / 
Within holding times Y N 

w 
Containers are intact Y N Labels and COC agree Y N Correct volume and container Y N Ice remaining N ~~~~~~~t~~~ on receipt 



Environmental Laboratory S e ~ c e s  @ Corporation 600 South Wagner N. Ann Arbor, MI 48103-9019 
Phone: (734)-913-6531 " Fax: (734)-913-6103 

Chain of Custody Record 3 Page of 3 

Requested Turnaround: Standard * 4 business days * 3 business days 

48 hours * 24 hours * ASAP I Same day 

Project Name / Number: 

I 1 I Water Matrix 1 , , I 1 Preservation 1 
Sample Identification or Location 

(This wil l  appear on the final report) 

PINK Copy - Sampler WHITE copy and YELLOW copy - Forward to laboratory with samples. 

/'\ / 
Within holding times Y N 

w 
Containers are intact Y N Labeis and COC agree Y N Correct volume and container Y N Ice remaining )! Temperature on "C 




































